[Dental implants coated with isotropic carbon].
22 implants have been carried out in the mandibular arches of 5 dogs for the purpose of assessing the usefulness of a special isotropic carbon coating on vitallium cast dental replicas. Clinico-radiological, histopathological and microradiographic data showed the usefulness of the coating. Permucous acceptability, which is hard to obtain with other materials, proved satisfactory. Anchorage of the replicas to the surrounding bone was good, thus confirming the compatibility and usefulness of the isotropic carbon coating.